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SAFETY  WARNINGS
ULTRACENTRIFUGE
(    Follow all manufacturer’s instructions for proper operation and maintenance

· Individuals using the centrifuge must have appropriate training
· Balance centrifuge rotors properly

· Use only the rotors and accessories designed for use in this instrument

· Do not exceed the maximum rated speed of the rotor in use

· NEVER attempt to slow or stop a rotor by hand

· Open the lid only after the rotor has come to a complete stop

· Do not move the centrifuge while the drive motor is spinning

· In the event of a power failure, do not attempt to retrieve the sample from the instrument for at least one hour

· Use only tubes with tops or stoppers

· Inspect tubes before use

· Avoid filling the tubes to the rim
Pre Use Instructions
For Ultracentrifuge
· Determine rotor and speed required in advance 

· Inspect the condition  of the rotor, buckets, seals and lids prior to use
· Ensure centrifuge buckets are balanced prior to starting

· Open the lid only if the centrifuge has come to a complete stop

· Ensure the centrifuge chamber is clean and dry
Pre Use Instructions For Ultracentrifuge

· Determine rotor and speed required in advance 

· Inspect the condition  of the rotor, buckets, seals and lids prior to use

· Ensure centrifuge buckets are balanced prior to starting

· Open the lid only if the centrifuge has come to a complete stop

· Ensure the centrifuge chamber is clean and dry
Ultracentrifuge Pre Use Check list    System ID:    
	Date
	Name
	Rotor and Speed Determined
	Rotor, buckets, seals and lids in good condition
	Centrifuge buckets/ rotor balanced
	Daily Maintenance

Centrifuge chamber clean & dry
	Initials

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	

	
	
	
	
	
	
	











