BACTERIAL INCUBATOR/SHAKER
* PRE-START *
	POTENTIAL HAZARDS
· BIOLOGICAL EXPOSURE

· ELECTRICAL SHOCK


1. If incubator is to be moved, get assistance or use a lifter or other suitable equipment.

2. Locate on a level surface, sufficiently sturdy for the given weight.
3. Do not expose to extremes of temperature or humidity, or to a hazardous atmosphere.

4. Ensure electrical supply matches requirements, including proper grounding.

5. There should be a minimum 3 inch clearance on all sides (or as recommended) for ventilation and access to cord/switch.

6. With power off, securely install platform and clamps.
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