BIACORE
* PRE-START *
	POTENTIAL HAZARDS
· NEEDLE POKE
· BIOLOGICAL EXPOSURE

· ELECTRICAL SHOCK


1. Locate on a firm bench, away from strong electric or magnetic fields, and not near vibrating equipment.  Do not place in direct sunlight or near ventilation that may cause a sudden temperature change.  Leave at least 20 cm behind and above the unit for circulation.

2. Ensure power supply corresponds to requirements.  Check that correct fuse & fuse holder for selected voltage are installed and that the voltage selector on the PC is set correctly.
3. Unit is heavy; use proper lifting technique when moving.
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