CO2 INCUBATOR

* PRE-START *
	POTENTIAL HAZARDS
· BIOLOGICAL EXPOSURE

· BURNS

· ELECTRICAL SHOCK


These are general guidelines only.  Always refer to your manual for specific instructions.

· Provide a dedicated circuit, properly grounded.

· Allow at least 3 inches of clearance on all sides.

· Locate in an area free from vibrations, out of direct sunlight.

· Floor or bench must be able to bear the weight of the filled unit.

· Level the unit.

· Clean all interior surfaces.

· Do not overfill the water jacket, as this may damage the electrical circuitry.

· Ensure correct connections are made to CO2 supply (refer to SOP “Safety Procedures for Compressed Gases”).

· All parameters must be allowed to stabilize before using the unit.

· Affix appropriate signs to unit e.g. biohazard, radioactive.

· Set up a schedule for cleaning the incubator.
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