CRYOSTAT
* PRE-START *
	POTENTIAL HAZARDS

· CUTS, INFECTION
· BIOLOGICAL EXPOSURE 
· CHEMICAL EXPOSURE 

· FROSTBITE


1. Read the instruction manual (the safety instructions in particular) carefully before attempting to operate the instrument.
2. Do not operate instrument in an area with any type of explosion hazard.

3. Locate on an even-surface floor, not subject to vibrations.

4. Locate in a well-ventilated area, not subject to drafts, direct sunlight, with a temperature <22oC and relative humidity <60%.
5. There should be at least 10 cm clearance on all sides of the instrument (or as recommended).

6. Ensure power supply matches requirements and unit is grounded.  Do not use an extension cord.
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