CYTOCENTRIFUGE
* PRE-START *
	POTENTIAL HAZARDS

· ELECTRICAL
· BIOLOGICAL EXPOSURE


1. Locate in an area free from excessive dust, away from hazardous substances, and not exposed to extreme temperature or humidity.
2. Ensure power supply matches requirements, including proper grounding.

3. Establish a maintenance schedule as recommended by the manufacturer.
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