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	1.0
	Purpose:


This procedure outlines the steps involved in using the Digital Dry block heater.


	2.0
	Scope:

2.1
This procedure applies to all students, staff and researchers using the facility 
who wish to use the digital dry block heater.

	
	

	3.0
	Responsibility:

3.1
It is the responsibility of all students, staff and researchers to ensure they 
receive proper hands-on training by staff of the facility before using the digital 
dry block heater on their own.
3.2
It is the responsibility of the USER to report any damage or malfunction of this 
equipment to the emergency contact person listed.  You are required to leave a 
note on the equipment describing the problem and include your name and date 
the problem occurred.  Do NOT attempt to fix any problems yourself.


	4.0
	Related Policies/Procedures:
Personal Protective Equipment

Chemical Spill 



	5.0
	Equipment:
· Dry Block Heater

· Personal Protective Equipment


	6.0
	Action/Decision-Making Framework:


	PROCEDURE STEPS
	WORK INSTRUCTIONS
	RATIONALE

	6.1  
Pre-use/Safety 
Warnings


	.1
Perform pre-use inspections 
before starting to include checking:


-Condition of electrical cord
	

	
	.2
Do NOT use the dry block heater in 
a hazardous atmosphere or with 
hazardous materials for which the 
unit was not designed.  If in doubt 
refer to the manual.

	

	
	.3
Do NOT put water, oil, or other 
fluids in the wells of the unit.  Do 
NOT put anything in the wells other 
than the appropriate heating blocks.

	

	
	.4
Use caution when heating volatile 
materials.

	

	6.2
Start unit


	.1
Turn unit on and select appropriate 
temperature using up/down arrows 
until you reach the desired 
temperature.

	

	
	.2
Wait. Allow time to reach desired 
temperature and to allow 
temperature to stabilize.

	To ensure even heating of samples



	6.3 
Put samples in 
heater 
block 
	.1
Put sample tubes in appropriate size 
block holder and then set timer.

	To ensure adequate heating of samples


	6.4 
Remove samples 
from heater block
	1.
When heating has completed, 
remove samples from dry block.
	Potential injury risk: Surface may be very HOT.  Use caution

	6.5 
Turn dry block 
heater unit off
	.1
Press the standby button until the 
temperature and time displays go 
blank.

	


	7.0
	Documentation:

Not applicable


	8.0
	References:

Digital Dry Block Heater Instruction Manual
Original Template provided by Hamilton Health Sciences: Anatomical Pathology Department – McMaster University Medical Centre.



	
	

	
	








