ELECTROPORATOR
* PRE-START *
	POTENTIAL HAZARDS
· HIGH VOLTAGE – ELECTRICAL SHOCK


1. Ensure voltage compatibility with electrical supply.  Unit must be properly grounded.
2. Assemble unit with power switch ‘Off.’

3. Do not locate near water or flammables.
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