PARAFFIN EMBEDDING CENTRE
* PRE-START *
	POTENTIAL HAZARDS
· BURNS

· FIRE

· ELECTRICAL SHOCK


1. Locate on a surface that is stable and level, not in direct sunlight or near an air conditioning vent.
2. DO NOT locate the instrument near any flammable or combustible substances.

3. If spacers are supplied, ensure they are mounted at rear to ensure adherence to clearance guidelines.

4. Ensure power supply matches requirements and that unit is grounded.
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