FLOW CYTOMETER - FACSVantage

* SAFETY BULLETIN *
	POTENTIAL HAZARDS

* ELECTRICAL SHOCK
* LASER RADIATION (irreparable damage to

        skin & eyes)

* BIOLOGICAL / CHEMICAL EXPOSURE

        (AEROSOLS)


1. Avoid contact with anything in the laser head except the resonator assembly.
2. Do not operate the laser with the laser head cover off.

3. Do not touch the deflection plates during an experiment or if the red warning light appears.

4. Keep the plexiglass shield in front of the sample collection assembly closed.

5. Routinely check wire connections and clean dust from plug pins.
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