FREEZE DRIER
* PRE-START *
	POTENTIAL HAZARDS
· IMPLOSION OF GLASSWARE
· CRYOGENIC BURNS / FROSTBITE
· AEROSOLS

· EXPLOSION

· FIRE


1. Ensure electrical supply corresponds to requirements, including grounding.

2. Location:
· Stable, level bench

· Ambient temperature 15-25oC

· Humidity <75%

· Not in direct sunlight

· Adequate ventilation

3. Inspect instrument and vacuum pump according to manufacturer’s recommendations.
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