FREEZER MILL

* PRE-START*
	POTENTIAL HAZARDS
· CRYOGENIC BURNS
· ELECTRICAL


1. Ensure electrical supply matches requirements.

2. Allow sufficient space for ventilation.

3. Run unit several times with test samples before commencing experimental work.
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