GEL DRYER

* PRE-START *
	POTENTIAL HAZARDS
· ELECTRICAL SHOCK

· BURNS

· CHEMICAL EXPOSURE

· RADIOACTIVE CONTAMINATION


1. Locate gel dryer on a clean, dry, level, stable surface; do not locate in an area of high humidity or temperature extremes.
2. Ensure electrical requirements are met, including proper grounding.

3. Maintain adequate space at rear of dryer (~15 cm) to prevent crimping of tubing.
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