* PRE-START *
HPLC
	POTENTIAL HAZARDS
· ELECTRICAL SHOCK
· CHEMICAL EXPOSURE
· RADIOACTIVE EXPOSURE
· UV EXPOSURE

· PHYSICAL INJURY FROM MOVING PARTS


1. Ensure electrical supply matches requirements, including proper grounding.
2. Locate on a level surface, away from water sources, and not exposed to temperature or humidity extremes.

3. Do not connect the power cord until instrument assembly is complete.

4. Ensure that the ventilation fan on the Piston Pump operates and is not obstructed.
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