HEATING BLOCK

* PRE-START *
	POTENTIAL HAZARDS

· BURNS
· ELECTRICAL SHOCK


1. Set up in a dry location free from drafts.  The surface should be flat and non-flammable.

2. Allow ~6 inches on each side for cooling and access.

3. Ensure electrical supply matches requirements, including proper grounding.

4. Using the lifter, insert the block(s) into the well. 
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