HOMOGENIZER
* SAFETY BULLETIN *
	POTENTIAL HAZARDS

· BIOLOGICAL EXPOSURE

· ELECTRICAL

· NOISE


ENSURE power supply corresponds to electrical requirements.

WHEN IN USE:
· Wear gloves, eye and ear protection.

· Probe must be attached correctly.

· Never touch a spinning rotor.

· Use in a Biological Safety Cabinet to avoid exposure to aerosols.

· To avoid overheating, do not use a constant speed & rate; stop every 10-15 seconds.
· Do not use near combustibles.

POST-USE:

· If used on abrasive materials, check periodically for wear.
· Make sure all power controls are off/set to 0 when not in use.

· Store probe in its holder under plexiglass lid when not in use.

· The probe must be cleaned after each use.
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