HYBRIDIZATION OVEN

* PRE-START *
	POTENTIAL HAZARDS
· EXPOSURE TO RADIOACTIVE MATERIALS
· BURNS
· ELECTRICAL SHOCK


1. Level the unit (using adjustable feet) on a stable, flat surface, away from direct sun, heat sources or drafts.
2. Ensure electrical supply matches requirements, including grounding.

3. Ensure there is a minimum of 5 cm space on all sides for ventilation.

4. If units are stacked, secure top unit with rubber furniture cups or a rubber mat.

5. Allow 24 hours for oven temperature to stabilize.
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