INOCULATING LOOP STERILIZER
(BACTI-CINERATOR)
* PRE-START *
	POTENTIAL HAZARDS

· BURNS
· FIRE

· EXPLOSION

· ELECTRICAL SHOCK


1. Ensure power supply matches unit requirements.  Sterilizer MUST be properly grounded.
2. Locate away from moisture and water sources to avoid possibility of electrical shock.

3. Locate away from flammable materials.
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