* PRE-START *
PCR CABINET
	POTENTIAL HAZARDS
· ELECTRICAL SHOCK
· ULTRAVIOLET EXPOSURE

· BIOLOGICAL EXPOSURE


1. Do not locate in an area exposed to excess moisture or explosive vapours.
2. Place on a level surface.
3. Measure intensity of UV lights as a baseline for future tests.

4. Establish a maintenance schedule.
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