SONICATOR

* PRE-START *
	POTENTIAL HAZARDS

· ELECTRICAL
· BIOLOGICAL (INCLUDING AEROSOLS)


1. Ensure voltage supply meets requirements, including proper grounding.
2. Fan inlet at rear must be exposed; ensure good airflow around unit.

3. Locate away from excess dust, dirt & temperature/humidity extremes.  Do not place near explosive or corrosive fumes.
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