UV SPECTROPHOTOMETER
* PRE-START *
	POTENTIAL HAZARDS
· ELECTRICAL SHOCK

· UV LIGHT EXPOSURE

· BIOLOGICAL/CHEMICAL EXPOSURE


1. CONDITIONS FOR SAFE OPERATION:
· Not subject to extreme temperature or humidity

· Not exposed to direct sunlight, drafts

· Not near a sonicator, X-ray equipment, centrifuge

· Minimum 2 inches (or as recommended) to allow adequate circulation.  Ensure vents remain unobstructed.

2. The instrument must be hooked up to the proper electrical supply and be grounded.
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