TISSUE PROCESSOR

* SAFETY BULLETIN *
	POTENTIAL HAZARDS

· ELECTRIC SHOCK
· EXPLOSION
· BIOLOGICAL/CHEMICAL EXPOSURE
· BURNS

· FIRE


· Personal protective equipment:
· Lab coat

· Gloves

· Routinely inspect components.  Do not use paraffin stations if they are defective in any way.  Report any problems to lab staff.
· Use only the reagents recommended by the manufacturer.
· Work with alcohol only in a fume hood.

· Use caution when handling solvents and ensure adequate ventilation due to explosion hazard.
· Do not touch paraffin stations or hot paraffin.
· Lower the carousel carefully.
· Disconnect before cleaning spills or changing the fuse.
· Clean spills immediately as per manual.  Ensure liquids do not contact electrical connections or instrument interior.









       

     FHSc. Safety Office










         


  February 2008
