TISSUE PROCESSOR

* PRE-START *
	POTENTIAL HAZARDS

· ELECTRIC SHOCK
· EXPLOSION

· BIOLOGICAL/CHEMICAL EXPOSURE

· BURNS

· FIRE


1. Ensure electrical supply matches requirements, including proper grounding.

2. Locate on a stable surface where it is unlikely to be splashed, avoiding temperature and humidity extremes.

3. If unit has no fume control system, install in a fume hood.
4. Prepare a maintenance schedule for changing of carbon filter as recommended by manufacturer (avoids fire hazard)










       
       FHSc. Safety Office










         

  November 2007
