* SAFETY BULLETIN *
TRANSFER APPARATUS
	POTENTIAL HAZARDS
· FIRE
· ELECTRICAL SHOCK

· EXPLOSION


PERSONAL PROTECTIVE EQUIPMENT
· LAB COAT

· GLOVES

ELECTRICAL PRECAUTIONS
· NEVER BYPASS ANY SAFETY FEATURES OR INTERLOCKS.
· TURN POWER OFF BEFORE REMOVING LID OR WORKING WITH THE UNIT IN ANY WAY.

· ADHERE TO VOLTAGE SETTINGS, CURRENT LIMITS AND RUN TIMES AS INSTRUCTED IN MANUAL.

· POST SIGN WARNING OTHERS OF HIGH CURRENT LEVEL WHILE RUNNING.

OTHER
· DO NOT LEAVE UNATTENDED FOR A GREAT LENGTH OF TIME.

· FIRE AND/OR EXPLOSION CAN OCCUR IF THE APPARATUS GETS TOO HOT.  CHECK PERIODICALLY THAT IT IS NOT HOT TO THE TOUCH.

· IMPROPERLY PREPARED BUFFER CAN CAUSE EXCESS HEAT GENERATION.
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