UV TRANSILLUMINATOR

* PRE-START *
	POTENTIAL HAZARDS

· UV DAMAGE TO EYES, SKIN 

· ELECTRICAL SHOCK

· CHEMICAL EXPOSURE (EtBr)

· BURNS
· OZONE


1. Ensure the electrical supply is compatible with the voltage requirements, and that the unit is properly grounded.
2. LOCATION:

· In a separate room or in a low traffic area
· Area with good ventilation

· Level surface

· Not near a water source

· Do not expose to excess temperature, moisture or dust.
3. Affix appropriate warning signs in area to alert people to UV hazard.
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