UV CROSSLINKER

* PRE-START*
	POTENTIAL HAZARDS
· ELECTRICAL SHOCK
· UV DAMAGE TO EYES, SKIN


1. Locate unit on a flat, stable surface, away from water sources.
2. Locate in an area not exposed to extremes of temperature or moisture.

3. Electrical supply must match requirements, including proper grounding.
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