VACUFUGE CONCENTRATOR

* PRE-START *
	POTENTIAL HAZARDS

· ELECTRICAL
· CHEMICAL, BIOLOGICAL

· BURNS


1. Ensure electrical requirements are met.  If a vacuum pump is to be connected to the concentrator, ensure that its power consumption and pressure limits are within the recommended range. 

2. Do not set up near flammables.

3. Set up on a level surface.  Ensure proper ventilation by leaving ~10 cm clearance at the sides and ~30 cm at the rear (or as recommended).

4. Mount rotor as per manufacturer’s instructions.
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