FAXITRON X-RAY MACHINE
* PRE-START *
	POTENTIAL HAZARDS

· DANGEROUS RADIATION LEVELS
· HIGH VOLTAGES

· FIRE

· EXPLOSION


1. Locate on a sturdy, level surface, in an area not exposed to extreme temperature or humidity, away from flammable substances and suspended dust.
2. Ensure connection to a properly wired outlet.  The instrument panel and cabinet must be grounded.

3. Affix all provided decals, labels and safety instructions to the instrument.
4. To ensure the operation of safety interlocks and proper placement of X-ray shields, a radiation leakage survey must be performed by a qualified individual before the instrument is placed into routine operation.

5. Users must be trained in proper and safe use of the instrument, as well as receive basic radiation safety training. 
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